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AUTHORS'  SUMMARY 

An  investigation  is  made  of  a principle  for  detecting  the  sense  of  the 
velocity  of  a blood  flow  using  ultrasonic  Doppler  meters.  The  USD  meter  operates 
in  single-frequency  continuous-signal  conditions  with  a combined  piezoelectric 
sender/receiver. 
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It  is  well-known  to  physiologists  and  medical  men  that  the  effect  of  what 
has  been  called  the  negative  blood  flow  which  is  observed  in  aortic  vessels  may 
have  both  a physiological  and  a pathological  origin.  In  this  connection,  an 
important  metrological  characteristic  of  blood  flow  meters  in  vessels  is  a 
sensitivity  to  the  direction  of  flow,  which  makes  it  possible  to  reduce  the 
measurement  error  of  the  linear  or  volumetric  velocity  of  the  blood  flow,  and 
to  record  the  distortion-free  form  of  the  instantaneous  blood  velocity;  ie  it 
assists  in  correctly  interpreting  the  process  of  blood  circulation  in  the  cardio- 
vascular system  on  the  basis  of  a quantitative  study  of  the  blood  flow. 

Ref  I provides  a block  diagram  of  an  ultrasonic  Doppler  (USD)  instrument 
for  the  measurement  of  blood  flow  velocity,  which  is  directionally  sensitive 
and  operates  continuously  at  a single  frequency.  However,  the  proposed  diagram 
is  applicable  to  USD  flowmeters,  in  the  sensors  of  which  the  transmitting  and 
receiving  piezoelectric  transducers  are  separated  electrically  or  in 
construction. 

It  should  also  be  noted  that  techniques  for  combining  the  transducers  are 

2 3 ... 

available”’  . The  advantages  of  combining  sender  and  receiver  include  higher 

sensitivity  and  simplification  of  the  design. 

We  have  developed  a circuit  for  a USD  device  for  blood  flow  measurement 
(see  Fig  1)  which  operates  continuously  at  a single  frequency  and  is  sensitive 
to  the  direction  of  the  blood  flow.  The  circuit  also  makes  it  possible  to 
incorporate  a combined  sender-receiver  unit. 

The  signal 

a | = A | sin  iot  , 

where  A|  is  the  amplitude  and  to  the  frequency,  passes  from  the  oscillator  2 
to  the  compensator  3,  the  piezoelectric  transducer  of  the  sensor  A and  the 
detector  6. 

The  piezo  element  of  the  sensor  A transforms  the  high-frequency  electrical 
signal  into  ultrasonic  oscillations  and  transmits  them  to  the  blood  flow. 

The  scattered  signal  from  the  moving  blood  (erythrocytes),  shifted  in  frequency 
by  the  Doppler  effect,  falls  on  the  piezoelectric  sensor  A,  which  combines  the 
functions  of  emitter  of  the  ultrasonic  waves  and  receiver  of  the  scattered 
signal,  and  is  transformed  into  an  electrical  signal 


a~  ■ A_  sin(u>t  ♦ u>,t)  , 

2 ‘ d n 


wlii'iv  ui  is  t ho  frequency  of  t ho  Doppler  signal,  proport ional  to  the  velocity 

VI 

ot  movement  of  the  Mood;  the  positive  sign  indicates  that  the  blood  moves 
towards,  and  the  negative  sign  away  from,  the  emitter. 

The  signal  a,  passes,  as  does  a^  , to  the  compensator  3 and  detector  6. 
Kot  PSD  blood  t low  velocity  mo  tors,  A|  **  A.,. 

In  order  to  simplify  the  calculations  it  may  he  assumed  that  all  erythro- 
cytes move  with  identical  velocity. 

for  operation  ot  the  piero-t ranaformor  under  linear  conditions  the 
occurrence  of  the  two  signals  in  the  system  may  he  expressed  in  terms  of  a beat 
I requeue v : 


t'l  • rtj  ♦ a,  “ A j sin  u>t  ♦A.,  sinfwt  * ui^t) 

« sin  uittA.  ♦ A.  cos  ui.t)  ♦ cos  uitA,  sin(t  w.t) 
1 . d _ d 

let  us  put 


(l> 


A.  * A , cos  ui.t  ■ V 1 1 3 cos  U'  ( t T , 

VI 


A,  sin  ft  w.t)  " V f 1 1 s i n ij1  f t ) 

vl 


<2) 


1‘hen  equation  fl)  will  assume  the  form 

h|ff1  “ Vft)[sin  ..'t  cos  v f t ) ♦ ci's  .ot  sin  iH  t )]  - Vttl  sin[mt  * <Ht)]  . t'l 

From  equal  i oils  t .') 


Vt  t > 


£)'  * *,(-  * < - • 


I ♦ cos  >e  t 
A j d 


Reverting  to  the  expression  tor  the  intensity  of  the  heats  t,  11  it  follows  that 

A, 


if j t t > * A^l  * v'os  ainju't  ♦ iM,t)] 
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In  order  to  obtain  a signal  at  the  frequency  it  is  necessary  to  detect 

the  intensity  of  the  beats.  For  the  conditions  a)  and  A^  we  can 

disregard  the  phase  angle  iMt)  in  equation  (4)  so  far  as  amplitude  detection 
is  concerned. 

At  the  output  of  the  square-law  diode  detector  6 we  obtain 

u(  = Uj  cos  w^t  , 


where  U|  = kA9  , k being  the  transmission  coefficient  of  the  detector. 

The  signal  a.^  = A^  sin(wt  + tt ) is  passed  from  the  oscillator  2 to  the  phase 
transformer  I and  the  compensator  3. 

Thus,  the  following  signals  reach  the  input  of  the  square-law  detector  5: 
a^  = A^  sin(wt  + it / 2 ) from  the  phase-transformer  1,  a.,  = A9  sin(wt  ± o^t)  and 
aj  = A|  sin  wt  (uncompensated  a|)  from  the  compensator  3.  These  signals  may  be 
represented  in  beat  form.  By  using  the  conditions  that  A^  ^ Aj  ^ A^  and 
u o>j  , and  by  making  appropriate  trigonometric  transformations,  we  obtain: 

b2 (t)  = a 

The  first  component  in  equation  (5)  includes  information  about  the  Doppler 
signal,  from  the  beating  of  the  two  signals  a^  and  a^  , whereas  the  second 
component  aj  arises  from  non-compensation  of  the  signal  a^  in  the  compen- 
sator 3.  Its  effect  may  be  eliminated  by  selecting  an  appropriate  bias  for  the 
detector  5,  so  that  on  the  output  load  of  the  latter  we  obtain  a signal 

u_  = U„  cos(w,t  + 90°  - 90°)  , 

l i a 

where  minus  (before  90°)appears  for  +U!cjt  and  plus  appears  for  -us^t.  The  sig“ 
nals  U|  and  u^  pass  via  low-frequency  amplifiers  7 and  8 to  the  Schmitt 
triggers  9 and  10  and  subsequently  to  the  balanced  phase-detector  II,  the 
output  voltage  of  which  is 

Uf  = 2kfU^|cos  ||  - | sin  , 

where  k^  is  the  transformation  coefficient  of  the  detector,  U is  the  ampli- 
tude of  the  signals  arriving  from  the  triggers  and  y?  is  the  phase  difference 
of  the  signals  fed  to  the  detector  I 1 . 


Thus,  at  t Ho  output  of  the  phase-detector  there  appears  a voltage 

I'  , - -2k, U for  ♦ut  t and  1),.,  - 2k, U for  -oi.t . 
ii  t o t J t d 

Hv  nu-.ins  of  these  voltages  the  gate  circuits  12  and  I 1 may  he  controlled 

and  the  appropriate  signal  passed  to  the  frequency  meters  14  and  1 !> ; the  output 

voltage  ot  one  ot  these  will  then  be  proportional  to  the  velocity  of  motion  of 

the  blood  tlow  in  one  direction,  and  that  of  the  other  to  the  velocity  of  motion 

ot  the  tlow  in  the  opposite  direction. 

lhe  technical  data  tor  the  blood  flow  motor  are  as  follows:  emission 

-> 

trequency  *».(>  MU.',  emission  intensity  not  exceeding  0.05  W/om* , range  of  measured 
velocities  0- 1 SO  cm/s,  eftective  error  not  exceeding  tf»Z. 

Pig  2 shows  examples  ot  recordings,  together  with  electrocardiograms,  of 
the  measured  velocity  of  the  blood  flow  in  the  ascending  aorta  of  a dog,  which 
was  obtained  by  means  ot  an  ultrasonic  Doppler  velocity  meter  (a)  without 
directional  separation  and  tbl  with  directional  separation.  The  principle  of 
ditectional  separation  may  be  used  in  USD  probes  for  studies  of  the  heart,  foetus 
id  othet  objects  moving  in  sound-conducting  media. 
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